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Program - 'ProbeTable', Probe t-slots and top of PCNC440 table

05/08/2022, 11:59, units = mm

Component = 1

Operation Measurement Value Nominal Error Tolerance Result
t-slot width, X=-120.

Ycentre 49.982mm 50.000mm -0.018mm
Ysize 10.034mm 10.000mm 0.034mm

t-slot width, X=-110.
Ycentre 49.980mm 50.000mm -0.020mm
Ysize 10.031mm 10.000mm 0.031mm

t-slot width, X=-100.
Ycentre 49.980mm 50.000mm -0.020mm
Ysize 10.031mm 10.000mm 0.031mm

t-slot width, X=-90.
Ycentre 49.980mm 50.000mm -0.020mm
Ysize 10.030mm 10.000mm 0.030mm

t-slot width, X=-80.
Ycentre 49.977mm 50.000mm -0.023mm
Ysize 10.026mm 10.000mm 0.026mm

t-slot width, X=-70.
Ycentre 49.980mm 50.000mm -0.020mm
Ysize 10.030mm 10.000mm 0.030mm

t-slot width, X=-60.
Ycentre 49.982mm 50.000mm -0.018mm
Ysize 10.031mm 10.000mm 0.031mm

t-slot width, X=-50.
Ycentre 49.978mm 50.000mm -0.022mm
Ysize 10.026mm 10.000mm 0.026mm

t-slot width, X=-40.
Ycentre 49.980mm 50.000mm -0.020mm
Ysize 10.031mm 10.000mm 0.031mm

t-slot width, X=-30.
Ycentre 49.977mm 50.000mm -0.023mm
Ysize 10.025mm 10.000mm 0.025mm

t-slot width, X=-20.
Ycentre 49.981mm 50.000mm -0.019mm
Ysize 10.036mm 10.000mm 0.036mm

t-slot width, X=-10.
Ycentre 49.979mm 50.000mm -0.021mm
Ysize 10.034mm 10.000mm 0.034mm

t-slot width, X=0.
Ycentre 49.980mm 50.000mm -0.020mm
Ysize 10.028mm 10.000mm 0.028mm

t-slot width, X=10.
Ycentre 49.977mm 50.000mm -0.023mm
Ysize 10.025mm 10.000mm 0.025mm

t-slot width, X=20.
Ycentre 49.980mm 50.000mm -0.020mm
Ysize 10.030mm 10.000mm 0.030mm

t-slot width, X=30.
Ycentre 49.979mm 50.000mm -0.021mm
Ysize 10.031mm 10.000mm 0.031mm

t-slot width, X=40.
Ycentre 49.980mm 50.000mm -0.020mm
Ysize 10.017mm 10.000mm 0.017mm
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t-slot width, X=50.
Ycentre 49.973mm 50.000mm -0.027mm
Ysize 10.031mm 10.000mm 0.031mm

t-slot width, X=60.
Ycentre 49.977mm 50.000mm -0.023mm
Ysize 10.025mm 10.000mm 0.025mm

t-slot width, X=70.
Ycentre 49.980mm 50.000mm -0.020mm
Ysize 10.033mm 10.000mm 0.033mm

t-slot width, X=80.
Ycentre 49.975mm 50.000mm -0.025mm
Ysize 10.030mm 10.000mm 0.030mm

t-slot width, X=90.
Ycentre 49.977mm 50.000mm -0.023mm
Ysize 10.034mm 10.000mm 0.034mm

t-slot width, X=100.
Ycentre 49.977mm 50.000mm -0.023mm
Ysize 10.036mm 10.000mm 0.036mm

t-slot width, X=110.
Ycentre 49.972mm 50.000mm -0.028mm
Ysize 10.048mm 10.000mm 0.048mm

t-slot width, X=120.
Ycentre 49.977mm 50.000mm -0.023mm
Ysize 10.033mm 10.000mm 0.033mm

Operation Measurement Value Nominal Error Tolerance Result

Component = 2

Operation Measurement Value Nominal Error Tolerance Result
t-slot width, X=-120.

Ycentre -0.004mm 0.000mm -0.004mm
Ysize 10.028mm 10.000mm 0.028mm

t-slot width, X=-110.
Ycentre -0.005mm 0.000mm -0.005mm
Ysize 10.028mm 10.000mm 0.028mm

t-slot width, X=-100.
Ycentre -0.003mm 0.000mm -0.003mm
Ysize 10.026mm 10.000mm 0.026mm

t-slot width, X=-90.
Ycentre -0.003mm 0.000mm -0.003mm
Ysize 10.033mm 10.000mm 0.033mm

t-slot width, X=-80.
Ycentre -0.003mm 0.000mm -0.003mm
Ysize 10.026mm 10.000mm 0.026mm

t-slot width, X=-70.
Ycentre -0.001mm 0.000mm -0.001mm
Ysize 10.022mm 10.000mm 0.022mm

t-slot width, X=-60.
Ycentre -0.004mm 0.000mm -0.004mm
Ysize 10.028mm 10.000mm 0.028mm

t-slot width, X=-50.
Ycentre -0.002mm 0.000mm -0.002mm
Ysize 10.022mm 10.000mm 0.022mm

t-slot width, X=-40.
Ycentre -0.002mm 0.000mm -0.002mm
Ysize 10.020mm 10.000mm 0.020mm

t-slot width, X=-30.
Ycentre 0.000mm 0.000mm 0.000mm
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Ysize 10.020mm 10.000mm 0.020mm
t-slot width, X=-20.

Ycentre 0.001mm 0.000mm 0.001mm
Ysize 10.022mm 10.000mm 0.022mm

t-slot width, X=-10.
Ycentre 0.000mm 0.000mm 0.000mm
Ysize 10.023mm 10.000mm 0.023mm

t-slot width, X=0.
Ycentre -0.001mm 0.000mm -0.001mm
Ysize 10.022mm 10.000mm 0.022mm

t-slot width, X=10.
Ycentre -0.002mm 0.000mm -0.002mm
Ysize 10.025mm 10.000mm 0.025mm

t-slot width, X=20.
Ycentre -0.001mm 0.000mm -0.001mm
Ysize 10.022mm 10.000mm 0.022mm

t-slot width, X=30.
Ycentre -0.002mm 0.000mm -0.002mm
Ysize 10.019mm 10.000mm 0.019mm

t-slot width, X=40.
Ycentre -0.002mm 0.000mm -0.002mm
Ysize 10.022mm 10.000mm 0.022mm

t-slot width, X=50.
Ycentre -0.004mm 0.000mm -0.004mm
Ysize 10.025mm 10.000mm 0.025mm

t-slot width, X=60.
Ycentre -0.005mm 0.000mm -0.005mm
Ysize 10.023mm 10.000mm 0.023mm

t-slot width, X=70.
Ycentre -0.005mm 0.000mm -0.005mm
Ysize 10.016mm 10.000mm 0.016mm

t-slot width, X=80.
Ycentre -0.005mm 0.000mm -0.005mm
Ysize 10.025mm 10.000mm 0.025mm

t-slot width, X=90.
Ycentre -0.007mm 0.000mm -0.007mm
Ysize 10.025mm 10.000mm 0.025mm

t-slot width, X=100.
Ycentre -0.005mm 0.000mm -0.005mm
Ysize 10.028mm 10.000mm 0.028mm

t-slot width, X=110.
Ycentre -0.008mm 0.000mm -0.008mm
Ysize 10.023mm 10.000mm 0.023mm

t-slot width, X=120.
Ycentre -0.010mm 0.000mm -0.010mm
Ysize 10.028mm 10.000mm 0.028mm

Operation Measurement Value Nominal Error Tolerance Result

Component = 3

Operation Measurement Value Nominal Error Tolerance Result
t-slot width, X=-120.

Ycentre -49.986mm -50.000mm 0.014mm
Ysize 10.023mm 10.000mm 0.023mm

t-slot width, X=-110.
Ycentre -49.983mm -50.000mm 0.017mm
Ysize 10.030mm 10.000mm 0.030mm

t-slot width, X=-100.
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Ycentre -49.984mm -50.000mm 0.016mm
Ysize 10.025mm 10.000mm 0.025mm

t-slot width, X=-90.
Ycentre -49.982mm -50.000mm 0.018mm
Ysize 10.028mm 10.000mm 0.028mm

t-slot width, X=-80.
Ycentre -49.982mm -50.000mm 0.018mm
Ysize 10.028mm 10.000mm 0.028mm

t-slot width, X=-70.
Ycentre -49.980mm -50.000mm 0.020mm
Ysize 10.031mm 10.000mm 0.031mm

t-slot width, X=-60.
Ycentre -49.976mm -50.000mm 0.024mm
Ysize 10.022mm 10.000mm 0.022mm

t-slot width, X=-50.
Ycentre -49.974mm -50.000mm 0.026mm
Ysize 10.028mm 10.000mm 0.028mm

t-slot width, X=-40.
Ycentre -49.975mm -50.000mm 0.025mm
Ysize 10.020mm 10.000mm 0.020mm

t-slot width, X=-30.
Ycentre -49.977mm -50.000mm 0.023mm
Ysize 10.022mm 10.000mm 0.022mm

t-slot width, X=-20.
Ycentre -49.973mm -50.000mm 0.027mm
Ysize 10.017mm 10.000mm 0.017mm

t-slot width, X=-10.
Ycentre -49.976mm -50.000mm 0.024mm
Ysize 10.022mm 10.000mm 0.022mm

t-slot width, X=0.
Ycentre -49.973mm -50.000mm 0.027mm
Ysize 10.025mm 10.000mm 0.025mm

t-slot width, X=10.
Ycentre -49.976mm -50.000mm 0.024mm
Ysize 10.025mm 10.000mm 0.025mm

t-slot width, X=20.
Ycentre -49.976mm -50.000mm 0.024mm
Ysize 10.019mm 10.000mm 0.019mm

t-slot width, X=30.
Ycentre -49.977mm -50.000mm 0.023mm
Ysize 10.023mm 10.000mm 0.023mm

t-slot width, X=40.
Ycentre -49.975mm -50.000mm 0.025mm
Ysize 10.020mm 10.000mm 0.020mm

t-slot width, X=50.
Ycentre -49.977mm -50.000mm 0.023mm
Ysize 10.020mm 10.000mm 0.020mm

t-slot width, X=60.
Ycentre -49.976mm -50.000mm 0.024mm
Ysize 10.025mm 10.000mm 0.025mm

t-slot width, X=70.
Ycentre -49.979mm -50.000mm 0.021mm
Ysize 10.019mm 10.000mm 0.019mm

t-slot width, X=80.
Ycentre -49.980mm -50.000mm 0.020mm
Ysize 10.019mm 10.000mm 0.019mm

t-slot width, X=90.

Operation Measurement Value Nominal Error Tolerance Result
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Ycentre -49.980mm -50.000mm 0.020mm

Ysize 10.022mm 10.000mm 0.022mm
t-slot width, X=100.

Ycentre -49.983mm -50.000mm 0.017mm
Ysize 10.020mm 10.000mm 0.020mm

t-slot width, X=110.
Ycentre -49.980mm -50.000mm 0.020mm
Ysize 10.022mm 10.000mm 0.022mm

t-slot width, X=120.
Ycentre -49.986mm -50.000mm 0.014mm
Ysize 10.023mm 10.000mm 0.023mm

Operation Measurement Value Nominal Error Tolerance Result

Component = 4

Operation Measurement Value Nominal Error Tolerance Result
Probe Z, X=-120., Y=-60.

Z -0.013mm 0.000mm -0.013mm
Probe Z, X=-110., Y=-60.

Z -0.014mm 0.000mm -0.014mm
Probe Z, X=-100., Y=-60.

Z -0.013mm 0.000mm -0.013mm
Probe Z, X=-90., Y=-60.

Z -0.013mm 0.000mm -0.013mm
Probe Z, X=-80., Y=-60.

Z -0.013mm 0.000mm -0.013mm
Probe Z, X=-70., Y=-60.

Z -0.014mm 0.000mm -0.014mm
Probe Z, X=-60., Y=-60.

Z -0.014mm 0.000mm -0.014mm
Probe Z, X=-50., Y=-60.

Z -0.014mm 0.000mm -0.014mm
Probe Z, X=-40., Y=-60.

Z -0.014mm 0.000mm -0.014mm
Probe Z, X=-30., Y=-60.

Z -0.014mm 0.000mm -0.014mm
Probe Z, X=-20., Y=-60.

Z -0.014mm 0.000mm -0.014mm
Probe Z, X=-10., Y=-60.

Z -0.014mm 0.000mm -0.014mm
Probe Z, X=0., Y=-60.

Z -0.014mm 0.000mm -0.014mm
Probe Z, X=10., Y=-60.

Z -0.013mm 0.000mm -0.013mm
Probe Z, X=20., Y=-60.

Z -0.014mm 0.000mm -0.014mm
Probe Z, X=30., Y=-60.

Z -0.014mm 0.000mm -0.014mm
Probe Z, X=40., Y=-60.

Z -0.014mm 0.000mm -0.014mm
Probe Z, X=50., Y=-60.

Z -0.013mm 0.000mm -0.013mm
Probe Z, X=60., Y=-60.

Z -0.013mm 0.000mm -0.013mm
Probe Z, X=70., Y=-60.

Z -0.011mm 0.000mm -0.011mm
Probe Z, X=80., Y=-60.

Z -0.013mm 0.000mm -0.013mm
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Probe Z, X=90., Y=-60.
Z -0.013mm 0.000mm -0.013mm

Probe Z, X=100., Y=-60.
Z -0.013mm 0.000mm -0.013mm

Probe Z, X=110., Y=-60.
Z -0.013mm 0.000mm -0.013mm

Probe Z, X=120., Y=-60.
Z -0.011mm 0.000mm -0.011mm

Probe Z, X=-120., Y=-20.
Z -0.008mm 0.000mm -0.008mm

Probe Z, X=-110., Y=-20.
Z -0.008mm 0.000mm -0.008mm

Probe Z, X=-100., Y=-20.
Z -0.008mm 0.000mm -0.008mm

Probe Z, X=-90., Y=-20.
Z -0.009mm 0.000mm -0.009mm

Probe Z, X=-80., Y=-20.
Z -0.009mm 0.000mm -0.009mm

Probe Z, X=-70., Y=-20.
Z -0.008mm 0.000mm -0.008mm

Probe Z, X=-60., Y=-20.
Z -0.008mm 0.000mm -0.008mm

Probe Z, X=-50., Y=-20.
Z -0.008mm 0.000mm -0.008mm

Probe Z, X=-40., Y=-20.
Z -0.009mm 0.000mm -0.009mm

Probe Z, X=-30., Y=-20.
Z -0.009mm 0.000mm -0.009mm

Probe Z, X=-20., Y=-20.
Z -0.009mm 0.000mm -0.009mm

Probe Z, X=-10., Y=-20.
Z -0.009mm 0.000mm -0.009mm

Probe Z, X=0., Y=-20.
Z -0.009mm 0.000mm -0.009mm

Probe Z, X=10., Y=-20.
Z -0.009mm 0.000mm -0.009mm

Probe Z, X=20., Y=-20.
Z -0.009mm 0.000mm -0.009mm

Probe Z, X=30., Y=-20.
Z -0.009mm 0.000mm -0.009mm

Probe Z, X=40., Y=-20.
Z -0.009mm 0.000mm -0.009mm

Probe Z, X=50., Y=-20.
Z -0.009mm 0.000mm -0.009mm

Probe Z, X=60., Y=-20.
Z -0.009mm 0.000mm -0.009mm

Probe Z, X=70., Y=-20.
Z -0.008mm 0.000mm -0.008mm

Probe Z, X=80., Y=-20.
Z -0.008mm 0.000mm -0.008mm

Probe Z, X=90., Y=-20.
Z -0.008mm 0.000mm -0.008mm

Probe Z, X=100., Y=-20.
Z -0.008mm 0.000mm -0.008mm

Probe Z, X=110., Y=-20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=120., Y=-20.

Operation Measurement Value Nominal Error Tolerance Result
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Z -0.006mm 0.000mm -0.006mm

Probe Z, X=-120., Y=20.
Z -0.005mm 0.000mm -0.005mm

Probe Z, X=-110., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=-100., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=-90., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=-80., Y=20.
Z -0.005mm 0.000mm -0.005mm

Probe Z, X=-70., Y=20.
Z -0.005mm 0.000mm -0.005mm

Probe Z, X=-60., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=-50., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=-40., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=-30., Y=20.
Z -0.008mm 0.000mm -0.008mm

Probe Z, X=-20., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=-10., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=0., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=10., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=20., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=30., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=40., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=50., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=60., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=70., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=80., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=90., Y=20.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=100., Y=20.
Z -0.005mm 0.000mm -0.005mm

Probe Z, X=110., Y=20.
Z -0.005mm 0.000mm -0.005mm

Probe Z, X=120., Y=20.
Z -0.005mm 0.000mm -0.005mm

Probe Z, X=-120., Y=60.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=-110., Y=60.
Z -0.006mm 0.000mm -0.006mm

Probe Z, X=-100., Y=60.

Operation Measurement Value Nominal Error Tolerance Result
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Z -0.006mm 0.000mm -0.006mm
Probe Z, X=-90., Y=60.

Z -0.006mm 0.000mm -0.006mm
Probe Z, X=-80., Y=60.

Z -0.008mm 0.000mm -0.008mm
Probe Z, X=-70., Y=60.

Z -0.006mm 0.000mm -0.006mm
Probe Z, X=-60., Y=60.

Z -0.008mm 0.000mm -0.008mm
Probe Z, X=-50., Y=60.

Z -0.008mm 0.000mm -0.008mm
Probe Z, X=-40., Y=60.

Z -0.009mm 0.000mm -0.009mm
Probe Z, X=-30., Y=60.

Z -0.008mm 0.000mm -0.008mm
Probe Z, X=-20., Y=60.

Z -0.009mm 0.000mm -0.009mm
Probe Z, X=-10., Y=60.

Z -0.008mm 0.000mm -0.008mm
Probe Z, X=0., Y=60.

Z -0.009mm 0.000mm -0.009mm
Probe Z, X=10., Y=60.

Z -0.008mm 0.000mm -0.008mm
Probe Z, X=20., Y=60.

Z -0.009mm 0.000mm -0.009mm
Probe Z, X=30., Y=60.

Z -0.009mm 0.000mm -0.009mm
Probe Z, X=40., Y=60.

Z -0.009mm 0.000mm -0.009mm
Probe Z, X=50., Y=60.

Z -0.008mm 0.000mm -0.008mm
Probe Z, X=60., Y=60.

Z -0.008mm 0.000mm -0.008mm
Probe Z, X=70., Y=60.

Z -0.008mm 0.000mm -0.008mm
Probe Z, X=80., Y=60.

Z -0.008mm 0.000mm -0.008mm
Probe Z, X=90., Y=60.

Z -0.006mm 0.000mm -0.006mm
Probe Z, X=100., Y=60.

Z -0.006mm 0.000mm -0.006mm
Probe Z, X=110., Y=60.

Z -0.006mm 0.000mm -0.006mm
Probe Z, X=120., Y=60.

Z -0.005mm 0.000mm -0.005mm

Operation Measurement Value Nominal Error Tolerance Result
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